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BACKGROUND: Pump thrombosis in durable continuous-flow pumps is a barrier to long-term
mechanical circulatory support. Earlier Interagency Registry for Mechanically Assisted Circulatory
Support (INTERMACS) data identified an increasing risk of pump thrombosis in recent years with the
HeartMate II (HMII) left ventricular assist device. The current analysis examines pump thrombosis in
the patient cohort extended through June 2014.
METHODS: The INTERMACS identified 9,808 adult patients from 144 institutions receiving a primary
HMII implant between April 2008 and June 30, 2014. Pump thrombosis was identified at time of
explant, transplant or death. Risk factors for pump thrombosis were examined by multivariable analysis
in the hazard function domain. The association between pump thrombosis and implant year was
modeled in the hazard domain.
RESULTS: Parametric hazard modeling of thrombosis by year of implant identified an increasing risk of
pump thrombosis from 2009 through 2013, followed by a decrease in the risk during the first half of
2014, which was most apparent during the first 3 months post-implant. Risk factors for pump
thrombosis included younger age (p o 0.001), higher body mass index (p ¼ 0.02), history of non-
compliance (p ¼ 0.004), severe right heart failure (p ¼ 0.02), later date of implant (p o 0.0001), and
elevated lactate dehydrogenase during the first month post-implant (p o 0.0001). Subsequent pump
thrombosis was more likely if the initial pump exchange indication was pump thrombosis (po 0.0001).
CONCLUSIONS: The small, but progressive increase in the incidence of pump thrombosis observed
between 2010 and 2013 with the HMII pump had reversed somewhat in the first half of 2014.
Identification of marked elevation of lactate dehydrogenase during the first month offers an opportunity
for early intervention strategies.
J Heart Lung Transplant 2015;34:1515–1526
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Pump thrombosis in durable continuous-flow pumps is a
barrier to long-term application of current generation left
ventricular assist devices (LVADs).1 Previous publications from
the Interagency Registry for Mechanically Assisted Circulatory
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Support (INTERMACS)1 and others2 identified an increasing
risk of pump thrombosis with the HeartMate II (HM II; Thoratec
Corporation, Pleasanton, CA) continuous-flow device beginning
around 2010 and continuing through 2013. The precise reasons
for this trend toward an increased incidence of pump thrombosis
remain unresolved, but may in part have been associated with
gradual evolution of anti-coagulation management practices
over the 6 years since the introduction of the HMII in the United
States.3,4 Target international normalized ratio (INR) levels for
warfarin management may have drifted lower5 in recent years
due to the recognized concerns for bleeding complications
associated with mechanical circulatory support device ther-
apy.6,7 After reports of a higher incidence of pump
thrombosis,1,2 clinicians began to re-evaluate anti-coagulation
practices and other potential causes of pump thrombosis,
including patient, management, device and implant procedural-
related causes.8–11 With the general appreciation of the
increased incidence of pump thrombosis requiring pump
exchange,2,12 the mechanical circulatory support community
at large has gradually evolved toward using somewhat higher
target levels of INR in the management of warfarin therapy.3,10

In January 2015, the National Heart Lung Blood Institute
(NHLBI) and the U.S. Food and Drug Administration (FDA)
requested an updated INTERMACS analysis to examine
whether rates of pump thrombosis were changing in response
to efforts by the mechanical circulatory support community to
address potential factors possibly related to pump thrombosis.
To allow a sufficient clinical experience to occur since the
initial reports of increased risk of pump thrombosis in the
HMII, the date of implant for analysis was extended to July 1,
2014, with follow-up to October 1, 2014 to allow for a
minimum of 3 months of follow-up for all patients.

Methods

INTERMACS database

The INTERMACS is a collaborative database sponsored by the NHLBI
and collects outcomes data on FDA-approved durable (capable of
patient discharged to home) mechanical circulatory support devices
implanted in the United States.13 INTERMACS data collection was
initiated in June 2006 and, through January 2015, over 14,000 patients
were entered into the database.14 INTERMACS collects detailed
demographic, implant and post-implant outcomes data from event-
driven episodes of care and at specific follow-up intervals.

Between April 2008 and June 30, 2014, a total of 11,123 HMII
devices were implanted and recorded in the INTERMACS database.
Of these, 9,808 adult (age 418 years) patients from 144 institutions
received a primary HMII LVAD, either alone (9,534) or with an
additional right ventricular assist device (n ¼ 274) during the
implant hospitalization. The group of 9,808 patients receiving a
primary HMII implant formed the study group for this analysis.

Data collection

Demographic, hemodynamic, heart failure severity and co-morbidity
data were collected before implantation. Major adverse events,
including device malfunction, bleeding, infection, stroke and death,
were collected when they occurred, with additional follow-up
information obtained at the time of any hospital re-admission and at

routine scheduled intervals at 1 week, 1 month, 3 months, 6 months,
12 months, 18 months and then every 6 months thereafter.
Additional information was collected at the time of device explant
for recovery, device exchange, cardiac transplantation or death.

Follow-up

Follow-up for all study events was continued through September 30,
2014, and was complete for approximately 95% of enrolled patients.
Patients were censored at transplant or explant for recovery.

Definitions

Pump thrombosis was identified at the time of device explant,
transplantation or death. The event of pump thrombosis was
identified by the following definitions:

1. Pump exchange that was identified as being due to pump
thrombosis (specified in explant reason).

2. Cardiac transplantation with device removal in which pump
thrombosis was identified.

3. Pump thrombosis suspected (via the device malfunction form)
within 60 days before death, in which the death form specified
that the device was not functioning normally at the time of death.

4. Pump thrombosis suspected (via the device malfunction form)
within 60 days before pump exchange.

5. Pump thrombosis suspected (via the device malfunction form)
within 60 days before transplantation.

6. Pump thrombosis suspected (via the device malfunction form)
within 60 days before pump explant due to “recovery.”

When device thrombosis was not specifically identified at the
time of pump exchange, transplant or death, all relevant forms at
the time of transplant, pump exchange or death plus the relevant
forms within the preceding 60 days were reviewed by 3 independ-
ent investigators. A consensus was achieved to determine whether
the identified event was associated with no, possible, probable or
definite pump thrombosis. Those events determined to be probable or
definite pump thrombosis were included as a pump thrombosis event
in this analysis.

Statistical analysis

Kaplan-Meier actuarial depictions were generated to explore
differences in freedom from pump thrombosis over time. Possible
risk factors for pump thrombosis were examined by multivariable
analysis in the hazard function domain.15 Risk factors were
examined in the early and constant phase with Time 0 set at time of
implant (for pre-implant risk factors). The variables entered into the
multivariable analysis are listed in Appendix 1. An additional
multivariable analysis was undertaken to examine both pre-implant
variables as well as variables during the first month after implant.
Time 0 in this analysis was 1 month post-LVAD implant. The
variables for this analysis are listed in Appendix 2. For the Kaplan–
Meier actuarial depictions, patients were censored at the time of
pump explant, pump exchange or transplantation for reasons other
than pump thrombosis. Patients were also censored at time of death
if death was not considered related to pump thrombosis. Standard
competing outcomes methodology16 was employed for an addi-
tional analysis to examine the mutually exclusive events of
transplantation without pump thrombosis, death without pump
thrombosis, explant for recovery without thrombus, and the event
defined as pump thrombosis (see definitions). Competing outcomes
depictions were generated by year of implant, and the sum of the
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proportion of patients in each mutually exclusive event totaled
1.0 for any given time post-implant.

Results

Patient survival

Among the 9,808 primary HMII implants, patient survival
exceeded 80% each year since 2008. Patient survival by
year did not differ over the 6-year study period (Figure 1).

Pump thrombosis

Among the 9,808 primary HMII implants, 812 pump
exchanges for thrombosis occurred after the primary
implant, and 100 subsequent pump exchanges for pump
thrombus occurred after the initial exchange (total of 912
pump exchanges for pump thrombosis). A total of 955 pump
thrombosis events were identified at time of pump explant,
heart transplantation or death. Freedom from pump
thrombosis was 95% at 6 months, 93% at 12 months and
89% at 24 months (Figure 2). The hazard function
(instantaneous risk of pump thrombosis) peaked at approx-
imately 2 months and declined rapidly thereafter, merging
with a constant hazard at about 9 months after implantation.

Actuarial freedom from pump thrombosis, stratified by
year of implant (Figure 3), decreased progressively from
2009 through 2013. In 2014, freedom from pump thrombosis
improved to a level approaching that in 2011. Freedom from
pump thrombosis at 6 months fell from 98% in 2010 to 92%
in 2013, and then improved to 95% through June 2014.

Modeling of pump thrombosis by year of implant

Using the data set consisting of the 9,808 primary HMII
implants, the association between pump thrombosis and the
year of implant was modeled in the hazard domain (Table 1).
Implant date transformations were identified in both the early

and constant phases. The resultant parametric depiction of
implant by year (Figure 4) closely approximated the actuarial
findings (Figure 3), with the parametric point estimates of
freedom from pump thrombosis at various intervals mimick-
ing those same observations in the stratified actuarial
depiction. The hazard function (events per month) revealed
a decrease in the risk of pump thrombosis in 2014 compared
with 2012 or 2013, which was most apparent during the first
3 months post-implantation (Figure 5).

Pre-implant risk factors for pump thrombosis

Implant era

By multivariable analysis in the hazard function domain,
pre-implant risk factors in the early and constant phase were
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2013 2036          362         87%         82%        --- --- ---

2014

P(trend) = NS 

Figure 1 Actuarial survival after primary implant of HMII
devices (n ¼ 9,808), stratified by year of implant. The point
estimates of the actuarial depiction are listed in the figure table.
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Figure 2 Actuarial and parametric freedom from pump
thrombosis (upper curve) among 9,808 primary HMII implants.
The lower curve indicates the accompanying hazard function
(instantaneous risk). Hazard units are displayed on the right vertical
axis. The dashed lines indicate the 70% confidence limits. Refer to
Methods section for definition of pump thrombosis.
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% Freedom from pump thrombosis at
Implant year     n         events    6 mths 12 mths 36 mths 48 mths

129548002     99% 98% 91%       89%
436689002     98% 98% 93%       87%

2010 1581        118          98% 96% 88%       84%
2011 1838        173          96% 94% 85%        ---
2012 2183        236          93% 90% --- ---
2013 2036        191          92% 89% --- ---

P(overall) < .0001

2008
2009

2014

2010

2011

2012
2013

2014 (thru June)                845          39          95% --- --- ---

By Implant year“Expanded Scale”  

Figure 3 Actuarial freedom from HMII pump thrombosis,
stratified by year of implant. The error bars indicate �1 SE. The
actuarial point estimates are in the table. Note that the y-axis scale
goes from 80 to 100.
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identified (Table 2). Year of implant was again identified as
a risk factor in both the early and constant phase.

The era effect was further examined by comparing the
incidence of risk factors in 3 eras (Table 3). Although the
proportion of various risk factors was significantly different
among eras, the magnitude of differences was small and
unlikely to be of clinical importance. When the overall risk
model was applied to each of the 3 eras (see Table 3), the
predicted number of events was close to the number
generated by the actuarial depictions. These sub-analyses
suggest little difference in the patient risk profiles for pump
thrombosis between eras.

Age at implant

Age was identified as a risk factor in the early phase, and
this finding is supported by the stratified actuarial depiction
of freedom from pump thrombosis according to age groups
(Figure 6). Thoseo40 years of age were at increased risk of
thrombotic events and, among those 470 years old,
thrombosis was uncommon. The mean age at implant has
gradually increased over the past 6 years, from 57 years in
2010 to nearly 59 years of age in 2014. This corresponds

with a progressive increase in the proportion of patients
targeted for destination (permanent) LVAD therapy (35% in
2010, 45% in 2012 and 55% in 2013). The freedom from
pump thrombosis among destination therapy (DT) patients
has followed the same pattern by year as seen for the overall
group (Figure 7). For patients o40 years of age, the same
general trends according to year of implant were observed as
in the overall group.

Female gender

Female gender was associated with increased risk of pump
thrombosis in the early phase, but the actuarial freedom
from pump thrombosis in females was only 1% lower than
males at 6 months. Females did have an increased
proportion of small ventricular chambers (left ventricular
end-diastolic dimension o4.5 cm) compared with males (37
of 1,420 [2.6%] vs 74 of 5,507 [1.3%]).

Body mass index

Patients with higher body mass index were at a progressively
increased risk of pump thrombosis, which was particularly
apparent in those with a body mass index (BMI)430 (Figure 8).
For a patient with a BMI of 35, the probability of pump
thrombosis within 24 months peaked at about 15% in 2013.

History of non-compliance

A history of repeated non-compliance is a risk factor that was
supported by the univariate actuarial depiction, in which non-
compliant patients had a 5% lower freedom from pump
thrombosis compared with compliant patients at 6 months.

Table 1 INTERMACS: HMII Pump Investigation (Implants:
April 2008 to June 2014 [n ¼ 9,808]; Follow-up Through
September 2014)

Implant date transformation p Hazard

Early phase
Implant year o0.0001 74.1
(Implant year)3 o0.0001 0.992

Constant phase
1/implant year 0.04 6.03 � 10�6

In the hazard domain, the association between pump thrombosis and
year of implant was modeled. No specific hypothesis was tested.
Note: Implant date is the number of years since January 1, 2000 (e.g.,
an implant date of June 30, 2012 would be rescaled to 12.5 years).

Months post implant

INTERMACS:  HMII Pump Investigation
Implants:  April 2008 – June 2014, n=9808
Follow-up:  Thru September 2014
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Figure 4 Parametric solution of the hazard model (see Table 1)
for the effect of implant year on freedom from HMII pump
thrombosis. The dashed lines indicate the 70% confidence limits.
The table contains the parametric point estimates. Note that the
y-axis scale goes from 80 to 100.
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Figure 5 Hazard curves (based on the model in Table 1) for the
risk of HMII pump thrombosis over time, stratified by year of
implant. The dashed lines indicate 70% confidence limits. Note that
the hazard for pump thrombosis for the first half of 2014 falls
below that for 2012 and 2013.
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Other risk factors

The remaining risk factors identified by multivariate analysis
(see Table 2) were all associated with small but significant
decrements in freedom from pump thrombosis as viewed in
stratified actuarial depictions. Blood group non-O was a risk
factor for pump thrombosis in the early phase.

Institutional variability

When the 50 highest volume centers for HMII implants were
entered into the multivariable analysis, 8 institutions were
identified as significantly more likely to experience pump

thrombosis in the early phase, and 7 different institutions were
identified as independently associated with pump thrombosis in
the constant phase (p o 0.05). Only 4 institutions were
identified with a slightly lower risk of pump thrombosis, and
this was observed in the constant phase.

Among the 8 hospitals with higher risk in the early phase,
the actuarial incidence of pump thrombosis by 6 months was
21% during 2013, as compared with 14% for the 7 hospitals
with higher risk in the constant phase and 3% for the
4 hospitals with low risk in the constant phase. The 35
hospitals without increased risk in the early or constant
phase had an actuarial incidence of pump thrombosis at
6 months of 7% during 2013.

Table 2 INTERMACS: HMII Pump Investigation (Primary Implants: April 2008 to June 2014 [n ¼ 9,808])

Pre-implant / implant risk factors for pump thrombosis

Early hazard Constant hazard

Hazard ratio p-value Hazard ratio p-value

Demographics
Age (younger) 1.27a o0.0001
Female 1.69 0.002
BMI (higher: 5-unit increase) 1.12b 0.02 1.12b 0.0002

Clinical status
History of repeated non-compliance 2.12 0.007
Pulmonary disease 1.53 0.02
Current smoker 1.49 0.02
Blood type not O 1.54 0.008

Non-cardiac systems
Hemoglobin 1.10c 0.03 1.05c 0.05
Platelet count 1.18d 0.002

Right heart dysfunction
Severe right heart failure 1.72 0.02

Era
Date of implant (later year: non-linear) — o0.0001 — o0.0001

aHazard ratio denotes the increased risk for a 50-year-old as compared with a 60-year-old patient.
bDenotes the increased risk of a 5-unit increase in BMI.
cDenotes the increased risk of a 1-unit increase in hemoglobin.
dDenotes the increased risk of a 100-unit increase in platelet count.

Table 3 INTERMACS: HMII Pump Investigation (Primary Implants: April 2008 to June 2014 [n ¼ 9,808])

Pre-implant or implant risk factors for pump thrombosis

Era

2008 to 2010 2011 to 2013 2014 p-value

Age (younger) 55.04 years 58.15 years 58.79 years o0.0001
Female 636 (21.9%) 1,200 (19.8%) 175 (20.6%) 0.08
BMI (higher: 10-unit increase) (kg/m2) 28.66 28.71 29.36 0.02
Clinical status

History of repeated non-compliance 76 (2.6%) 193 (3.2%) 31 (3.7%) 0.09
Pulmonary disease 89 (3.1%) 452 (7.5%) 88 (10.4%) o0.0001
Current smoker 156 (5.4%) 336 (5.5%) 40 (4.7%) 0.65

Non-cardiac systems
Hemoglobin (g/dl) 11.35 11.39 11.32 0.60
Platelet count (� 109/ml) 202.74 194.19 192.98 o0.0001

Right heart dysfunction
Severe right heart failure 355 (12.2%) 539 (8.9%) 89 (10.5%) o0.0001

Era
Date of implant (later date: non-linear) — — — o0.0001

Data expressed as number or mean (%).
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Additional risk factors during the first month post-
implant

The multivariable analysis was performed using addi-
tional covariates during the first month (see Appendix 2)
and setting Time 0 as 1 month post-implant. The
additional risk factor identified during the first post-
implant month was a higher lactate dehydrogenase
(LDH) level at 1 month (hazard ratio ¼ 1.16, p o
0.0001, early phase hazard). The progressive increase
in risk for every 100 mg% increase in LDH is depicted
in Figure 9. When examined as a dichotomous variable
(LDH above and below 600 mg%), the cumulative
risk of pump thrombosis by 6 months was approxi-
mately 20% when LDH was 4600 mg% at 1 month
(Figure 10).

Competing outcomes

By competing outcomes analysis, the actual incidence of
pump thrombosis by 12 months was 2% in 2009 and 9% in
2013. This corresponds to a 12-month predicted incidence
of thrombosis by the actuarial method of 2% in 2009 and
11% in 2013 (see Figure 3). The actual percent of pump
thrombosis identified within 6 months of implant showed a
peak of 8% in 2013, decreasing to 5% during the first half of
2014 (Figure 11).

Recurrent pump thrombosis

The freedom from subsequent pump thrombosis after pump
exchange for any reason is depicted in Figure 12. The
cumulative risk of subsequent pump exchange increased
progressively after each successive pump exchange. How-
ever, the likelihood of subsequent pump thrombosis events
was significantly different depending upon whether the
initial pump exchange was for pump thrombosis or another
indication (Figure 13). Thus, a subsequent pump exchange
for thrombosis was much more likely if the initial indication
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< 40 yrs 1086       137           94%        90%          84%       76%      70%
40 – 59 yrs 3995        374          94% 92%         88%       83%       79%
60 - 69 yrs 3278        219          96% 94% 91%       88% 86%
70 +  yrs 1449          82          97%         95%         92%       91%       90% 

P(overall) < 0.0001

Figure 6 Actuarial freedom from HMII pump thrombosis,
stratified by age group. The error bars indicate �1 SE. The dashed
lines indicate no further events during follow-up. The figure table
contains the actuarial point estimates.
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Figure 7 Actuarial freedom from HMII pump thrombosis
among patients with a strategy of destination therapy, stratified by
implant year (n ¼ 3,958). The depiction is as in Figure 6.
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Figure 8 Actuarial freedom from HMII pump thrombosis, stratified
by body mass index (BMI) group. The depiction is as in Figure 6.
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Figure 9 Actuarial freedom from HMII pump thrombosis, stratified
by maximum lactate dehydrogenase (LDH) at 1 month (�2 weeks)
post-implant. Note that Time 0 in this depiction is 1 month post-implant.
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for pump exchange was thrombosis, and it was much less
likely if the initial indication for pump exchange was for an
indication not related to pump thrombosis.

Successive pump exchange for pump thrombosis
carried major risk of mortality within the next year
(Figure 14). Among patients undergoing an initial pump
exchange for thrombosis, the subsequent 1-year mortality
was 30%.

Discussion

Pump thrombosis

The dilemma of LVAD pump thrombosis reflects the
complex interaction of the coagulation system, biomaterials
and aberrant flow conditions.17 The interplay between
clinical practice, recognition of pre-implant risk, and

limitations in technology all are critical to understanding
how this phenomenon has come to the attention of clinicians
and why such variability in expression of rates and
prevalence has occurred. This INTERMACS analysis and
modeling suggest that the risk of pump thrombosis,
particularly in the early phase (about 6 months), appears
to have decreased during the first half of 2014 compared
with the previous 2 years. If this modeling reflects reality,
the progressive increase in pump thrombosis seen in 2011,
2012 and 2013 will have reverted to approximately the rate
seen in 2011. Without adjusting for other potential changes
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Figure 10 Actuarial freedom from HMII pump thrombosis,
stratified by lactate dehydrogenase (LDH) levels above or below
600 mg%. The depiction is as in Figure 9.
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Percent Thrombosed pumps by 6 months post implant

Figure 11 Bar chart indicating the actual observed percent of
pump thrombosis by 6 months post-HMII implant, stratified by
implant year along the horizontal axis.
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Figure 12 Actuarial freedom from HMII pump thrombosis
stratified by the number of HMII implants for a given patient. The
upper curve indicates freedom from pump thrombosis after the initial
implant, the second curve indicates the freedom from pump thrombosis
after the first pump exchange, the third actuarial curve indicates freedom
from pump thrombosis for the second pump exchange, and so forth.

Months post implant

INTERMACS:  HMII Pump Investigation
Implants:  April 2008 – June 2014, n=9808
Follow-up:  Thru September 2014
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Figure 13 Actuarial freedom from HMII pump thrombosis,
stratified by the cause of explant of the first pump. Thus, the upper
curve indicates freedom from pump thrombosis for the primary device;
the second curve indicates freedom from subsequent pump thrombosis
when the first explant was for a reason other than pump thrombosis;
and the third curve represents freedom from pump thrombosis when
the first pump exchange was related to pump thrombosis.

Kirklin et al. Pump Thrombosis in the HMII 1521



in patient profiles during 2014, our modeling suggests a
favorable impact upon potential causative factors asso-
ciated with pump thrombosis. The modest reduction of
observed pump thrombosis at 6 months during 2014 has
occurred in a milieu of heightened intensity of anti-
coagulation management, greater surgical awareness of
optimal pump implantation and positioning and pump speed
management.18,19 Thus, one may speculate that current
thrombosis risk-mitigation strategies have contributed to
reducing but not eliminating the increased thrombosis risk
observed since 2011.

The modeling described has important limitations and
uncertainties. Although we were able to mathematically
mimic the actuarial curves with our parametric models,
it is important to note that the 2014 cohort represents
only the first 6 months of the 2014 experience with
follow-up ranging from 3 to 9 months. We will have
greater clarity about the accuracy of this model when
complete data from the entire year of 2014 are available
for analysis.

Risk factors for pump thrombosis

Implant era

The multivariable analysis continues to identify era of
implant as a major risk factor for pump thrombosis, both
in the early and constant phase (see Table 3). The
multivariable model was not able to fully account for the
possible improvement in 2014. Even with the rapid
evolution toward more rigorous control of INR and
resetting the target to a higher level in most institutions
(in concert with 2014 Thoratec recommendations10), the
reduction in pump thrombosis has, at best, returned to the
levels observed in 2011, and clearly above the levels
observed in 2008 to 2010.20 The precise reasons remain
obscure, but may include improved diagnosis and
reporting of pump thrombosis and recognition of the
importance of LDH monitoring. The comparison of risk

factors between eras and the application of the overall
multivariable model to each era suggest that no major
changes in the patient population have occurred that
would predict a greater or lesser propensity for
pump thrombosis. The contribution of possible subtle
changes in pump manufacturing that may account for an
increased susceptibility to pump thrombosis is also
unknown.

Age

Younger age has previously been identified as a risk
factor for pump thrombosis.1 Regarding the possibility
that older age is somewhat protective against the risk of
pump thrombosis, the average age at implant was
essentially unchanged between 2013 and 2014 (58.7 vs
58.8 years), when a possible reduction in pump throm-
bosis occurred.

Female gender

Female gender was associated with a higher incidence of
pump thrombosis, but the gender differences were small.
We speculate that this small but significant difference may
relate to the slightly larger proportion of females with
smaller ventricular dimensions and, possibly, the more
restricted pump space available (on average) under the
costal margin in females, both of which could challenge
perfect inflow cannula placement.

Higher BMI

The incremental risk of higher BMI was also established in
our previous analysis.1 Of interest, this risk factor was only
evident in the constant phase of hazard. It remains
speculative whether obesity portends a relatively hyper-
coagulable state. Obesity may be associated with a higher
risk of pump migration in the pre-peritoneal pocket with
subsequent pump malposition. Pump fixation in the pre-
peritoneal pocket has been suggested as a risk mitigation
step for pump thrombosis. Malposition in this group of
patients could result in disturbed laminar flow at the inflow
portion of the pump.

Possible contributors to a hypercoagulable state

Given the intrinsic tendency of this and other current
generation continuous-flow pumps to develop fibrin
deposition around the bearings, it is of interest that
several of these risk factors could contribute to a chronic
tendency toward increased coagulability. A history of
smoking and chronic pulmonary disease may contribute
to relative polycythemia or higher platelet reactivity in
the case of smoking.21 Higher pre-implant hemoglobin
levels and platelet counts could also tip the balance
toward stasis within areas of greater turbulent flow within
the pump.

Months post implant

INTERMACS:  HMII Pump Investigation
Implants:  April 2008 – June 2014, n=9808
Follow-up:  Thru September 2014

2 exchange for thrombosis%
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Event:  Death (censored at transplant, explant due to recovery, exchange) 

1st  exchange for thrombosis

Cohort, n=9808, deaths=2413
P(Overall) < .0001
P(Cohort vs. 1 exchange) < .0001
P(Cohort vs. 2 exchange) = .04
P(1 exchange vs. 2 exchange) = .85 

Figure 14 Actuarial survival stratified by the original cohort
and the first and second pump exchange for thrombosis.
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Non-O blood group

Our analysis shows that pump thrombosis was more
common in patients with non-O blood groups. Individuals
with blood types A, B or AB (non-blood group O) have
been reported to demonstrate greater coagulability than type
O individuals.22 Higher levels of von Willebrand factor and
Factor VIII have been reported in individuals with all non-O
phenotypes compared with blood group O, and higher levels
have been linked to venous thromboembolism.22,23

Severe right heart failure

The highly detrimental impact of right heart failure and
the need for short- or long-term right ventricular support
post-VAD on survival has been clearly documented.14 Its
identification as a risk factor for thrombosis would be
expected if persisting right ventricular (RV) dysfunction
after RVAD support resulted in decreased LVAD filling,
lower LVAD output and greater degrees of in-pump stasis.
Adequate laminar flow across the blood-washed inflow
bearing of the pump is critical for heart transfer, which, if
not maintained, can lead to bearing thrombus formation.

History of non-compliance

The association of non-compliance with pump thrombosis
underscores the importance of strict adherence to the
oral anti-coagulant regimen and close clinical follow-up,
particularly during the first 6 months post-implant. Non-
compliance is represented by not only the domain
compliance with anti-coagulant medications, but also lack
of care for the device, failure to communicate with the care
team for regular outpatient assessments of LVAD param-
eters, and failure to report subtle signs of impending alarm
conditions.

Institutional variability

When examining institutional variability, we examined
those centers with the highest volume of HMII implants,
which did not necessarily equate to the overall
highest volume of continuous-flow device implants, as
there was also considerable center variability in the
proportion of axial-flow and centrifugal-flow pumps
being implanted. Although only the 50 highest volume
hospitals were selected for this part of the analysis, the
identification of 8 higher risk hospitals in the early phase
and 7 in the constant phase suggests that the techniques of
implantation and/or patient management at some hospitals
may have contributed to the likelihood of pump throm-
bosis.

Additional risk factors during the first month post-
implant

Several publications have identified the prognostic signifi-
cance of marked elevation of LDH early post-implant as a

predictor of subsequent pump thrombosis.1,24–26 Although
we analyzed LDH as a continuous variable, we recognize
that a “threshold” of LDH elevation (perhaps 500 or 600 mg
%) (see Figure 14) may indicate sufficient fibrin deposition
around an inflow bearing to generate major hemolysis. The
marked predictive value of LDH exceeding 600 mg% at
1 month was identified despite the differing assays for LDH
among institutions. The finding of high LDH during the first
month represents a potentially significant opportunity to
intervene with more intensive anti-coagulation or fibrin-
disruptive measures that could possibly reverse early fibrin
deposition and alter the trajectory toward eventual pump
exchange.

Implications of actuarial vs competing outcomes
depictions

The use of actuarial versus competing outcomes depic-
tions16 is dependent on the research question. The actuarial
method basically asks, “What is the probability of an event
(in this case, pump thrombosis) assuming that other
potential outcomes do not occur first”? In the context of
this study, the actuarial freedom from an initial pump
thrombosis examines the likelihood over time of this event,
assuming that the patient does not undergo heart trans-
plantation without impending pump thrombosis, pump
explant for indications other than pump thrombosis, or
death unrelated to pump thrombosis.

Competing outcomes depictions acknowledge that
other competing outcome events may occur, potentially
before the inherent risk of pump thrombosis is manifest
as an event. Thus, the competing outcomes depiction is
more reflective of “real-world” experience, in that it
accounts for other mutually exclusive events that may
occur.16

Therefore, if the goal is to examine the actual incidence
of initial pump thrombosis in a given time period,
competing outcomes depictions would be the appropriate
statistical methodology. However, to depict the under-
lying tendency for a pump to undergo thrombosis, the
most relevant information is obtained from the actuarial
depiction.

For example, if an actuarial depiction indicates a 10%
probability of pump thrombosis within 6 months, this is
reflective of the inherent tendency for pumps to have
thrombosis, assuming that transplantation, death or explant
for other reasons does not occur. In an institution or in a
geographic area where very few patients on VAD support
undergo transplantation within the first 6 months, the
competing outcomes “incidence” of pump thrombosis by
6 months may be very similar to the actuarial estimate.
However, if instead 80% of patients on VAD support were
able to undergo heart transplantation within the first
3 months, the competing outcomes “incidence” of pump
thrombosis would be very much lower. Thus, the Kaplan-
Meier actuarial depiction more accurately reflects the
tendency for pumps to undergo thrombosis, whereas the
competing outcomes depiction indicates the actual incidence
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of pump thrombosis given the likelihood of other competing
outcome events.

Recurrent pump thrombosis

We have previously documented1 the increased risk of death
associated with repeated pump exchanges. The present analysis
suggests that the susceptibility to needing a subsequent pump
exchange for thrombosis is greatly increased if the initial
indication for exchange was for pump thrombosis (versus
infection or electronic device malfunction). This is perhaps
predictable given the practice of most surgeons to routinely
change the pump alone, realizing that the vast majority of pump
thrombus develops within the pump itself.18 However, subtle
imperfections in inflow cannula alignment or outflow graft
position, which could predispose to abnormal flow patterns
within the pump,19 would not be corrected by pump exchange
alone. This underscores the importance of appropriate inter-
rogation of inflow cannulation position and the outflow graft
pathway when planning the surgical details of pump exchange.
Recurrent pump thrombosis events could also represent
undetected hypercoagulability disorders in a patient with
repeated events.

Study limitations

The INTERMACS database chronicles and analyzes the
world’s largest experience with continuous-flow ventric-
ular assist devices and, in this analysis, the largest
experience with the HMII pump. Our actuarial, para-
metric and multivariable models benefit from rigorous
data entry, extensive monitoring of data completeness and
robust data analysis. Despite these major advantages of
INTERMACS procedures, this analysis has notable
limitations. Pump thrombosis is documented in slightly
450% of thrombosis events. The remainder of pump
thrombosis events were inferred from additional
documentation relating to device malfunction. Despite
confirmatory conclusions on individual events from
3 experienced INTERMACS clinical scientists, the
assignment of “probable thrombosis” as a pump throm-
bosis event interjects some uncertainty. However, be-
cause the same criteria for a “pump thrombosis event”
were applied across all years, it appears unlikely that the
identification of pump thrombosis events differed very
much throughout the years of analysis.

It is also probable that this analysis represents an
underreporting of pump thrombosis, as only pump
thrombosis events extreme enough to result in pump
exchange, death or urgent cardiac transplantation were
included as events. Less obvious forms of pump throm-
bosis, such as those suggested by elevated LDH and
plasma free hemoglobin alone or suspected thrombosis
treated with anti-coagulation or lytic therapy, would not be
identified by this analysis. Thus, reporting of hemolysis
with a hemolysis event form was not used to identify
occurrences of pump thrombosis in the absence of a device
malfunction form. It is also possible that the threshold for
pump exchange for thrombosis decreased somewhat in
recent years (leading possibly to an increase in observed
incidence of thrombosis), although that would likely not
explain the observed decrease in pump thrombosis events
during the first half of 2014.

From an analysis of nearly 10,000 HMII implants since
2008, we conclude the following:

1. The small but progressive increase in the incidence of
pump thrombosis observed between 2010 and 2013 with
the HMII has reversed somewhat in the first half of 2014,
returning to the levels seen in 2011. However, the
incidence of pump thrombosis has not returned to the low
levels of 2008 to 2010.

2. Patient survival with this device remains good: 480% at
Year 1 and 70% at Year 2.

3. Higher body mass index, younger age, history of non-
compliance and severe right heart failure predict a higher
incidence of pump thrombosis during the first 6 months.

4. Elevated LDH during the first month of Z600 mg%
predicts a 20% incidence of pump thrombosis within
6 months. This may provide an opportunity for early
intervention strategies.

5. Recurrent pump thrombosis after the first pump exchange is
more likely if the indication for first pump exchange was for
pump thrombosis, suggesting that patient or pump-
placement factors are etiologically important. The 1-year
mortality of 30% after pump exchange for thrombosis
underscores the seriousness of this complication.
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Appendix 1 Variables examined in Pump Thrombus multivariable analyses

Demographics Laboratory Values (pre-implant) Primary Diagnoses

Age (years) Albumin Total Bilirubin Congenital Heart Disease
Age2 Hemoglobin Cholesterol Cancer
Age (log) Platelet LDH Ischemic Heart Disease
Age/1 Sodium SGOT_AST Non-ischemic Heart Disease
Male Creatinine WBC Restrictive Cardiomyopathy
Race (white/black) Creatinine2 Creatinine (log) Valvular Heart Disease
College (yes/no) INR Creatinine/1
Married INR2

Ethniciy BUN
Year of Implant
Patient Profile Levels Device Strategy at time of implant
Level 1 Level 5 Bridge to Transplant - Listed
Level 2 Level 6 Bridge to Transplant – Likely to be listed
Level 3 Level 7 Bridge to Transplant – Moderately likely to

be listed
Level 4 Bridge to Transplant – Unlikely to be listed
New York Heart Association
(NYHA) ¼ 4

Destination Therapy

Bridge to Recovery
Pre-implant Clinical
Information

Pre-implant interventions

Body surface area (BSA) Ventilator ECMO Anteplatelet drug therapy
Body mass index (BMI) IABP Dialysis Warfarin
Implantable Cardioverter
Defibrillator (ICD)

Inotropes

Blood type
Comorbidities Hemodynamics (pre-implant)
Previous Cancer Left ventricular ejection fraction (LVEF)

o 20
Pre COPD Severe reduction of Right ventricular

ejection fraction (RVEF)
Diabetes Cardiac Index
Current Smoker MPAP
Alcohol Abuse Cardiac output
Pulmonary Disease Right Atrial Pressure
Peripheral vascular disease Heart rate
Preoperative infection Left ventricular end-diastolic dimension
Ascites Pulmonary Wedge Pressure
History CABG Pulmonary Diastolic Pressure
History Valve Surgery Pulmonary Systolic Pressure
Hx of Chronic Renal Disease PVR Cardiac Index
Hx of Drug Use PVR Cardiac Output
Hx of Atrial Arrythmia Systolic Blood Pressure
Hx of Pulmonary
Hypertension

Diastolic Blood Pressure

Right Atrial Pressure (RAP)/Central Venous
Pressure (CVP)

Implant information
Failure to Wean
Post Cardiac Surgery
BiVAD
Concomitant Surgeries
ASD closure
PFO closure
ECMO
IABP
CABG
Aortic Valve Procedure
Mitral Valve Repair
Mitral Valve Replace
Tricuspid Valve Procedure
Pulmonary Valve Procedure
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Appendix 2 Additional Variables During the First Month
Entered in the Multivariable Analyses

Adverse events within one month post implant
Ischemic Stroke
Hemorrhagic Stroke
CVA
GI Bleed
Infection

Laboratory values at one month post implant
INR
LDH

Anteplatelets at one month post implant
Aspirin
Clopidogrel
Warfarin
Ticlopidine

CVA cerebrovascular accident; GI, gastrointestinal; LDH, lactate
dehydrogenase
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